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Popcorn Emission Phase 1 Popcorn 2 (#43) Test (POP-Phase1 P2) 

VOC emissions from popcorn in the chamber 

Xiaoyu Liu 

TEN AX 

ATD/GC/MSD 

Perkin-Elmer ATD 400/HP6890/5973 
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February 9, 2004 

February 9, 2004 

In calibration 
Estimated value above quantification limit (bold italics) 
Estimated value below quantification limit (bold strikethrough) 
Estimated value below detection limit (bold underlined) 

Preliminary review by Xiaoyu Liu was completed on February 10, 2004 



Popcorn Emission Phase 1 Popcorn 2 (#43) Test (POP·Phase1P2) 

GC/MS was calibrated on 12/10-11/03 

The calibration of butyric acid was invalid. It can not be used for quantification of samples. 
Carboxylic acids react readily with alcohols in the presence of catalytic amounts of mineral acids to yield 
compounds called esters. 

Analytical method POP6·7.M &POP6·7D.M (Different quantitation methods due to different solvent) 

Purge time 
Primary Purge Flow/Desorption Flow 
Primary Purge Flow/Desorption Temp 
Primary Desorption Time 
Valve Temp 
Low Flow Cold Trap Temp 
Secondary Desorption Temp 
Secondary Desorption Time 
Inlet Split 
Outlet Split 
Transfer Line Temp 
GC Column 
Oven Temperature Program 
Carrier flow 
Detector Type 
Solvent delay 

5min 
39 ml/min 
25o·c 
10 min 
2oo·c 
- 3o·c 
215·c 
30min 
Not used 
22.3 ml/min split ratio of 10:1 
225·c 
DB-624, 30 m with 0.25 mm ID and 1.4 mm film thickness 
45•c for 4 min, to 13o•c at 6•ctmin, to 22o·c at 35.C/min, hold 20 min, total time 40.74 mins 
2.2 mVmin measured at 45•c 
5973 MSD 
3 min 

POP6·7.M was used for p·xylene and butyric acid calibration, POP6·D.M was used for diacetyl calibration. 



ATD 400 GC/MS Analysis of VOCs 

ID Description Date Time Operator 
DCC2660 DCC 120803STDB-3 2/9/2004 17:54 XLIU 
DCC2661 DCC 1211 03STD-3 2/9/2004 18:53 XLIU 
BKG2646 Phase1 P2-BKG 2/9/2004 19:53 XLIU 
FB2645 Phase1 P2-FB 2/9/2004 20:52 XLIU 
ID2644 Phase1 P2-POPPING 2/9/2004 21 :52 XLIU 
ID2649 Phase1 P2-0PENING 2/9/2004 22:51 XLIU 



ATD400 GCIMS CaNbration Perlormed on 12110-11/03 

Two calibration soiWons are made, one is 2,J..biA:anedione in CH2ct2 (121103STD), 
the other is p..X')'iene and Wyric actd in MeOH (120803STDB) 

glml. mglul 
Cone (uglml • no/Ill) • Volt.me(ul)'Oensly(mglul)'P\riy"1000(uglmgVSoUion Volt.me (ml) 
1g. 1000 mg •1000,000 ug. 1000,000 ,000 ng 
1 mL•1000uL 

S1ock Solution 120103STDB 
A.natytes F<>m"<Jio %~'~.wily MW Oensitv(mglul) Volt.me (ul) ConeentraUon {nglul) 
Butyric: Acid CH3CH2C02H 99 88.11 0.964 110 10497.98 
p..Xyiene C6H4(CH3)2 99 106.17 0.866 100 8573.4 

Diluted Stock Sofution from 120103STOB 

120103STDB.OO (nglul.) 
120803STOB (ul) 100 
CHJOH (ul) 900 
Totol Volt.me (ul) 1000 
Anatytes 
Butyric Acid 1049.798 
p.Xylene 857.34 

Caibration standards 
Coneertrations are ngl2uL 
120803STO~ 1 121l803STO~ 121l803ST0~2 120803STD~3 121l803STDB-<I 120803ST0~5 

120103STDB.OO(ul.) 5 10 30 100 250 420 
CHJOH (ul) 995 990 970 900 750 580 
Totol Volt.me (ul) 1000 1000 1000 1000 1000 1000 
Anatytes 
Butyric Acid 10.49798 21l.99592 82.98778 209.9592 524.898 881.82864 
p.Xylene 8.5734 17.1468 51.4404 171.488 428.87 720.1858 

C-..tion Cakulalion (l.a&1 ngllula) 

Relative Response Foetor (RRF) • Co<rc>'s (Arealng Y IS's (Arealng) 
2 ul ilection 
~Toluene (IS) coneertration .430.35nglqectton, RT-&.tw nW1 
No lAP was analyzed after calibration Ylee this caibration VIII be used as sefri...Qu;artffieation. 

Butyric ocid ng Area {Response) IS lvea (Response) RF RF Average RF STDS %RF RSO Data Fie 
RT•12.21l 10.50 11280 18187858 0.0254 CAL2819.0 

10.50 13998 17871018 0.0321 CAL2818.0 
10.50 15799 17815993 0.0364 0.031 0.01 17.64 CAL2817.0 
21.00 39202 17778418 0.0452 CAL2823.0 
21.00 38705 17977700 0.0418 CAL2822.0 
21.00 44287 17748181 0.0512 0.048 0.00 10.23 CAL2820.0 
82 .99 182818 18544487 0.0600 CAL2471 .0 
82.99 164189 188{)80&4 O.lle03 CAL2477.0 
82.99 1()(1317 17780204 0.0409 0.054 0 .01 21l.87 CAL2818.0 

209 .98 1750895 111607918 0.1928 CAL2478.0 
209.98 2115579 18482101 0.2349 CAL2479.0 
209 .98 1989524 18531914 0.2200 0.218 0.02 9.87 CAL2480.D 
524.90 8685558 18478192 0.2958 CAL2498.D 
524.90 7292()75 18818084 0 .3177 CAL2491.0 
524.90 8319477 18795574 0 .2757 0.298 0 .02 7.10 CAL2493.0 
881.83 12680111 18749774 0 .3295 CAL2495.0 
881.83 12852864 18469440 0 .3340 CAL2497.0 
881.83 12228476 18862198 0 .3164 0.327 0 .01 2.80 CAL2499.0 

AVG 0.153 
sro 0.124 
%RSO 81.59 

p.Xylene ng lvea (Respome) IS Area (Response) RF RF Average RF STDS %RF RSO Data Fie 
RT•12.58 8.57 438508 18187858 1.21l8 CAL2819.0 

8.57 397983 17871018 1.118 CAL2818.0 
8.57 408585 17815993 1.151 1.158 0 .04 3 .85 CAL2817.0 
17.15 783484 17778418 1.1()(1 CAL2823.0 
17.15 737115 17977700 1.029 CAL2822.0 
17.15 739831 17748181 1.048 1.1le0 0 .04 3.81 CAL2820.0 
51.44 239521l1 19544487 1.081 CAL2471 .0 
51.44 2452749 18608064 1.103 CAL2477.0 
51.44 2294170 17780204 1.081 1.088 0 .01 1.17 CAL2818.0 

171 .• 7 7435046 111607918 1.003 CAL2478.0 
171..(7 7877180 18482101 1.044 CAL2479.0 



171.468 7769112 - 18531914 1.052 1.033 O.QJ 2.55 CAL2480.D 
.28.67 18881876 18(76192 1.026 CAL2498.D 
428 .67 20268561 1881608( 1.081 CAL2491.D 
428 .67 19523782 18795574 Ul•3 1.050 0 .03 2.71 CAL2493.D 
720.17 31008316 187.977. 0 .988 CAL2495.D 
720.17 30833043 18(88(40 0 .997 CAL2497.D 
720.17 30855688 18862198 0 .978 0.987 0 .01 0.97 CAL2499.D 

AVG 1.068 
STO 0.057 
%RSD 5 .37 

Calibration Range of the Instrument 
Ana lyle PQL(no<'ube) Hi CaKno<'ube) 

BulyrieAeid 10.50 881 .83 
p-Xytene 8.57 720.17 

120103STOB.J was anatyzed as DCC 

stock Sokltion 120103STOB 
Ana¥es F<><Tn<Jia %1'\rly MW o ... ity(mgluL) VoUn< (ul) Coneentra1ion (ng/IIL) 
2,3--8"-anedtone CH3COCOCH3 97 86.09 0.981 100 9515.7 

Oilut~ stock Solution from 121103STD 

1Z1103STO.OO (ng/\11.) 
121103STOA(ul) 100 
Melhylene CNoride (ul) 900 
Total VoUn< (ul) 1000 
Analytes 
2 ,3-Blfanecione 951 .57 

Colibntlon standanb121103STO 
Coneertrations are ng/2YL 
121103Sro-1 121103ST0-2 121103ST0-3 1211 03ST0-4 121103ST0-5 

1Z110303STO.OO(ul.) 5 30 100 250 •20 
Methylene CNoride (ul) 995 970 900 750 580 
Total Voll.me (ul) 1000 1000 1000 1000 1000 
Anatytes 
2,3-&.tanedone 9.5157 57.09(2 190.314 .75.785 799.3188 

Colibntlon Calculotlon (1-711 ngltube) 

Relatlve Response Foetor (RRF) • Comp's (A<ealng )liS's (A<ealng) 
2 ul lrjeetlon 
dB-Toluene (IS) eone"""'tion 430 .35nglirteelion, RT•8.a. rm 
No lAP was analyzed after ealibnltion silce this u.librltion wil be llSed as semi-quartfflcation. 

2,3-Bt.Canedone no Nea (Response) IS Area (Response) RRF RRF Awrage RF STOS 'l'RF RSD Oat1 Fie 
RT•3.95 9.52 171708 18(8218( 0.420 CAL2600.D 

9.52 108580 18578(36 0.259 CAL2601.D 
9.52 141136 18(85421 0.345 0.342 0.080 23.54 CAL2602.D 

57.09 954751 18344068 0.392 CAL2603.D 
57.09 926991 17632075 0.396 CAL2625.D 
57.09 966978 17856580 0.408 0.399 0.008 2.07 CAL2605.D 

190.31 3252807 179(4440 0.410 CAL2606.D 
190.31 3011078 1801608( 0.378 CAL2607.D 
190.31 3476213 17683982 0.445 0.411 0.030 8.16 CAL2608.D 
475.79 7487533 18135113 0.373 CAL2609.D 
475.79 6728293 18178935 0.335 CAL2610.D 
475.79 78(7609 17723643 0.400 0.370 0.03 8.94 CAL2611 .D 
799.32 10995383 180808(0 0.327 CAL2612.D 
799.32 16(15001 17755155 0.498 CAL2613.D 
799.32 13095536 17923327 0.393 0.408 0.09 21.15 CAL2624.D 

AVG 0.385 
STO 0.055 
%RSO 14.31 

Colibntlon Range of the tnstnonent 
Ano)yle PQL(no<'ube) Hi Ca~no<'lbe) 

2,J..&A:anedlone 9.52 799.32 

121103STD..J was INiyzed as DCC 



Daily Calibration Check (120803STDB·3, 121103STD·3) 
VOCs 

p-Xylene 
2,3-Butanedione 

Date 
p-Xylene 
2,3-Butanedione 

AVGRF 

1.068 
0.385 

%Recovery 
2/9/2004 

97.3 
99.3 

Response IS Response 

7722888 18653594 
3051744 18033023 

Measured Injected %Recovery Data File Run Date Pass/Fail 
(ng/2ul) (ng/2ul) 
166.846 171.468 97.3 DCC2660 2/9/2004 Pass 
188.944 190.314 99.3 DCC2661 2/9/2004 Pass 



VOCs Measured per Tenax Tube for the Test 

10 Description Analyte AVG RF Response IS Response Per Tube (ng) 
BKG2646 Phase1 P2-BKG p-Xylene 1.068 9114 18719841 ()..4.96 

2,3-Butanedione 0.385 1178 ()..0.10 

d 1 0-o-Xylene 31061284 
FB2645 Phase1 P2-FB p-Xylene 1.068 5334 18698005 0-A-1--5 

2,3-Butanedione 0.385 6250 o.3-13 
d 1 0-o-Xylene 

102644 Phase1 P2-POPPING p-Xylene 1.068 97300 18399048 2,4.3.1. 
2,3-Butanedione 0.385 37407 2.210 
d 1 0-o-Xylene 18289943 

102649 Phase1 P2-0PENING p-Xylene 1.068 1024046 18559511 22.236 
2,3-Butanedione 0.385 491086 29.542 
d 1 0-o-Xylene 20557025 



Concentrations of VOCs Measured from the Gas Phase during the Test 

ID 
BKG2646 

ID2644 
ID2649 

Description 
Phase1 P2-BKG 

Phase1 P2-POPPING 
Phase1 P2-0PENING 

d10-o-xylene Response/Sample Volume 

ID 
BKG2646 

ID2644 
ID2649 

Description 
Phase1 P2-BKG 

Phase1 P2-POPPING 
Phase1 P2-0PENING 

Sample 
Volume (L) 

0.43 
0.28 
0.28 

Sample 
Volume (L) 

0.43 
0.28 
0.28 

Concentration (ng/L = ug/m3) 
p-Xylene 2,3-Butanedione 

()..460 Q.A.6S 

+.433 +.916 
78.130 1 03.803 

Response/Sample volume 
72760094 
64265436 
72231290 



Identification of Compounds Using NIST 98 MS Library 

BKG2646 Phase1 P2-Background 102644 Phase1 P2-POPPING 102649 

RT (min) ID Matching Quality RT (min) ID Matching Quality RT (min) 
3.92 diacetyl 9 3.923 

5.621 
5.859 

6.2D5 acetic acid 78 6.D43 
6.461 trichloroethylene 93 6.471 trichloroethylene 87 

7.DD6 
7.D7 
8.53 

8.783 dB-toluene IS 8.784 dB-toluene IS 8.796 
8.922 toluene 58 8.915 
1 D.619 hexanal 72 1D.622 
1D.867 propylene glycol 86 1D.861 

11 .365 
12.152 butanoic acid 86 12.154 . 

12.4D2 
12.537 p-xylene 9D 12.531 

12.632 
13.234 d 1 D-o-xylene IS 13.235 d1 D-o-xylene IS 13.237 

14.127 
14.274 
16.367 

16.648 benzaldehyde 94 16.66 
17.4D4 
18.D55 

18.758 4-cyanocyclohexene 94 18.768 4-cyanocyclohexene 97 18.78 
19.D83 
19.211 

19.639 decamethyl-cyclopentasiloxane 91 19.64 decamethyl-cyclopentasiloxane 25 19.643 
2D.778 decanal 9D 2D .781 

21 .239 
21 .328 dodecamethyl-cyclohexasiloxane 91 21 .329 dodecamethyl-cyclohexasiloxane 91 21 .331 

21 .827 
22.D65 
22.295 

22.512 1,-dichloro-1,5-cycloactadiene 9D 22.5D6 
22.9D6 unknown 

23.57 
25.77 diethyl phthalate 95 



Phase1 P2-0PENING 

ID 
diacetyl 
3-methyl-butanal 
2-methyl-butanal 
acetic acid 

pentanal 
1-hydroxy-2-propanone 
3-hydroxy-2-butanone 
dB-toluene 
toluene 
hexanal 
propylene glycol 
methyl pyrazine 
butanoic acid 
2-methyl-2-propenoic acid 
p-xylene 
furfural or 3,5-dimethyi1-H-pyrazole 
d 1 0-o-xylene 
heptanal 
2,6-dimethyl-pyrazine 
2-pentyl-furan 
benzaldehyde 
octanal 
hexanoic acid 
4-cyanocyclohexene 
pyrazinamide 
tetramethyl pyrazine 
nonanal 
decanal 
3,5-dimethyl benzaldehyde 
dodecamethyl-cyclohexasiloxane 
2,4-decadienal (E,E) 
2,4-decadienal (E,E) 
triacetin 
1 ,6-dichloro-1 ,5-cyclooctadiene 

unknown 

Matching Quality 
9 
90 
90 
90 

80 
45 
78 
IS 
62 
90 
86 
86 
91 
72 
97 
86 
IS 
95 
74 
76 
87 
90 
83 
94 
72 
97 
53 
53 
86 
91 
80 
91 
86 
86 



Sample Time I Volume for the test 

Popcorn Emission Phase 1 Popcorn 2 Test (POP.Phase1P2) 

Sorbent Tube ID SampleiD Date Sample Start Sample End Sample Pump Sampling Sampling Volume Temp 
Type Time Time Time Flow Rate Duration (L) (C) 

(mUmin) (min) 

TEN AX 2646 Phase1P2-BKG 219/2004 13:11 13:14 13:12 97308-1 142.3 3 0.427 22.5 
TEN AX 2645 Phase1 P2-FB 21912004 FIELD BLANK 
TEN AX 2644 Phase1 P2-POPPING 21912004 15:02 15:04 15:03 97308-1 142.3 2 0.285 22.5 
TEN AX 2649 Phase1P2-0PENING 21912004 15:06 15:08 15:07 97308-1 142.3 2.00 0.285 22.5 



Data Summary of Duplicates/Triplicates for the Test 

No duplicate samples for this test. 



Chamber Background Measured for the Test 

ID 
2646 

Description 
Phase1 P2-BKG 

Concentration (ug/m3) 
p-Xylene 
Q...4G 

2,3-Butanedione 
~ 



Field Blanks Measured for the Test (ng/tube) 

ID 
2645 

Description 
Phase1 P2-FB 

Date 
2/9/2004 

p-Xylene 
()..44 

2,3-Butanedione 
0-.-31 



Field Controls Measured for the Test (ng/tube) 

There were no field controls for this test. 


